IEEE Recommended Practice for Measurements and Computations of Electric, Magnetic, and Electromagnetic Fields with Respect to Human Exposure to Such Fields, 0 Hz to 100 kHz

IEEE Standards Coordinating Committee 39

Sponsored by the IEEE International Committee on Electromagnetic Safety
IEEE Recommended Practice for Measurements and Computations of Electric, Magnetic, and Electromagnetic Fields with Respect to Human Exposure to Such Fields, 0 Hz to 100 kHz

Sponsor
IEEE International Committee on Electromagnetic Safety

Approved 25 March 2010
IEEE-SA Standards Board
Abstract: Techniques and instrumentation for the measurement and computation of electric, magnetic, and electromagnetic (EM) fields in the near field of an EM field source are presented in this recommended practice. Descriptions of the concepts, techniques, and instruments that can be applied to the measurement of the electric and magnetic fields and the currents induced in the human body by these fields are provided. Techniques for determining the current density and the electric field strength within the human body are discussed. This recommended practice is intended primarily for use by engineers, biophysicists, and other specialists who are familiar with basic EM field theory and practice, and the potential hazards associated with EM fields. It will be most useful to bioeffects researchers, instrumentation developers and manufacturers, those developing calibration systems and standards, and persons involved in critical hazard assessments or hazard surveys.

Keywords: contact current measurement, electric field computation, electric field measurement, electromagnetic field computation, electromagnetic field measurement, ELF/VLF/RF survey instruments, exposure assessment, induced current measurement, magnetic field computation, magnetic field measurement, nonionizing radiation, RF/ELF/VLF hazard assessment
IEEE Standards documents are developed within the IEEE Societies and the Standards Coordinating Committees of the IEEE Standards Association (IEEE-SA) Standards Board. The IEEE develops its standards through a consensus development process, approved by the American National Standards Institute, which brings together volunteers representing varied viewpoints and interests to achieve the final product. Volunteers are not necessarily members of the Institute and serve without compensation. While the IEEE administers the process and establishes rules to promote fairness in the consensus development process, the IEEE does not independently evaluate, test, or verify the accuracy of any of the information or the soundness of any judgments contained in its standards.

Use of an IEEE Standard is wholly voluntary. The IEEE disclaims liability for any personal injury, property or other damage, of any nature whatsoever, whether special, indirect, consequential, or compensatory, directly or indirectly resulting from the publication, use of, or reliance upon this, or any other IEEE Standard document.

The IEEE does not warrant or represent the accuracy or content of the material contained herein, and expressly disclaims any express or implied warranty, including any implied warranty of merchantability or fitness for a specific purpose, or that the use of the material contained herein is free from patent infringement. IEEE Standards documents are supplied “AS IS.”

The existence of an IEEE Standard does not imply that there are no other ways to produce, test, measure, purchase, market, or provide other goods and services related to the scope of the IEEE Standard. Furthermore, the viewpoint expressed at the time a standard is approved and issued is subject to change brought about through developments in the state of the art and comments received from users of the standard. Every IEEE Standard is subjected to review at least every five years for revision or reaffirmation, or every ten years for stabilization. When a document is more than five years old and has not been reaffirmed, or more than ten years old and has not been stabilized, it is reasonable to conclude that its contents, although still of some value, do not wholly reflect the present state of the art. Users are cautioned to check to determine that they have the latest edition of any IEEE Standard.

In publishing and making this document available, the IEEE is not suggesting or rendering professional or other services for, or on behalf of, any person or entity. Nor is the IEEE undertaking to perform any duty owed by any other person or entity to another. Any person utilizing this, and any other IEEE Standards document, should rely upon his or her independent judgment in the exercise of reasonable care in any given circumstances or, as appropriate, seek the advice of a competent professional in determining the appropriateness of a given IEEE standard.

Interpretations: Occasionally questions may arise regarding the meaning of portions of standards as they relate to specific applications. When the need for interpretations is brought to the attention of IEEE, the Institute will initiate action to prepare appropriate responses. Since IEEE Standards represent a consensus of concerned interests, it is important to ensure that any interpretation has also received the concurrence of a balance of interests. For this reason, IEEE and the members of its societies and Standards Coordinating Committees are not able to provide an instant response to interpretation requests except in those cases where the matter has previously received formal consideration. A statement, written or oral, that is not processed in accordance with the IEEE-SA Standards Board Operations Manual shall not be considered the official position of IEEE or any of its committees and shall not be considered to be, nor be relied upon as, a formal interpretation of the IEEE. At lectures, symposia, seminars, or educational courses, an individual presenting information on IEEE standards shall make it clear that his or her views should be considered the personal views of that individual rather than the formal position, explanation, or interpretation of the IEEE.

Comments for revision of IEEE Standards are welcome from any interested party, regardless of membership affiliation with IEEE. Suggestions for changes in documents should be in the form of a proposed change of text, together with appropriate supporting comments. Recommendations to change the status of a stabilized standard should include a rationale as to why a revision or withdrawal is required. Comments and recommendations on standards, and requests for interpretations should be addressed to:

Secretary, IEEE-SA Standards Board
445 Hoes Lane
Piscataway, NJ 08854
USA

Authorization to photocopy portions of any individual standard for internal or personal use is granted by The Institute of Electrical and Electronics Engineers, Inc., provided that the appropriate fee is paid to Copyright Clearance Center. To arrange for payment of licensing fee, please contact Copyright Clearance Center, Customer Service, 222 Rosewood Drive, Danvers, MA 01923 USA; +1 978 750 8400. Permission to photocopy portions of any individual standard for educational classroom use can also be obtained through the Copyright Clearance Center.
Introduction

This introduction is not part of IEEE Std C95.3.1-2010, IEEE Recommended Practice for Measurements and Computations of Electric, Magnetic, and Electromagnetic Fields with Respect to Human Exposure to Such Fields, 0 Hz to 100 kHz.

In 1960, the American Standards Association approved the initiation of the Radiation Hazards Standards project under the co-sponsorship of the Department of the Navy and the Institute of Electrical and Electronics Engineers, Inc. (IEEE). Prior to 1988, C95 standards were developed by Accredited Standards Committee C95, and submitted to the American National Standards Institute (ANSI) for approval and issuance as ANSI C95 standards. Between 1988 and 1990, the committee was converted to Standards Coordinating Committee 28 (SCC 28) under the sponsorship of the IEEE Standards Board. In 2001, the IEEE Standards Association Standards Board approved the name “International Committee on Electromagnetic Safety (ICES)” for SCC 28 to better reflect the scope of the committee and its international membership. In accordance with policies of the IEEE, C95 standards are issued and developed as IEEE standards, as well as submitted to ANSI for recognition.

In 2005, SCC 28 and SCC 34 became Technical Committees 95 and 34, respectively, under a new IEEE Standards Coordinating Committee (SCC), SCC 39, which is now called ICES. a

The present scope of IEEE ICES is as follows:

“Development of standards for the safe use of electromagnetic energy in the range of 0 Hz to 300 GHz relative to the potential hazards of exposure of man, volatile materials, and explosive devices to such energy. It is not intended to include infrared, visible, ultraviolet, or ionizing radiation. The committee will coordinate with other committees whose scopes are contiguous with ICES.”

There are five TC95 subcommittees, each of whose area of responsibility is described as follows in correspondence with its designated subcommittee number:

I Techniques, Procedures, Instrumentation and Computation
II Terminology, Units of Measurements and Hazard Communication
III Safety Levels with Respect to Human Exposure, 0 Hz–3 kHz
IV Safety Levels with Respect to Human Exposure, 3 kHz–300 GHz
V Safety Levels with Respect to Electro-Explosive Devices

Subcommittee I of ICES Technical Committee 95 (TC95) is responsible for this recommended practice. Three standards, four recommended practices, and one guide have been issued. Present versions are as follows:

— IEEE Std C95.1™-2005 [B55]b
— IEEE Std C95.2™-1999 [B56]
— IEEE Std C95.3™-2002 c
— IEEE Std C95.3.1™-2010
— IEEE Std C95.4™-2002 [B57]
— IEEE Std C95.6™-2002 [B58]
— IEEE Std C95.7™-2005 [B59]
— IEEE Std 1460™-1996 [B54]

a Standards Coordinating Committees are established by the IEEE-SA Standards Board, and provide a mechanism to oversee the development of standards that are beyond the scopes of individual technical committees within IEEE’s societies.
b The numbers in brackets correspond to those of the bibliography in Annex D.
c Information on references can be found in Clause 2.
Notice to users

Laws and regulations

Users of these documents should consult all applicable laws and regulations. Compliance with the provisions of this standard does not imply compliance to any applicable regulatory requirements. Implementers of the standard are responsible for observing or referring to the applicable regulatory requirements. IEEE does not, by the publication of its standards, intend to urge action that is not in compliance with applicable laws, and these documents may not be construed as doing so.

Copyrights

This document is copyrighted by the IEEE. It is made available for a wide variety of both public and private uses. These include both use, by reference, in laws and regulations, and use in private self-regulation, standardization, and the promotion of engineering practices and methods. By making this document available for use and adoption by public authorities and private users, the IEEE does not waive any rights in copyright to this document.

Updating of IEEE documents

Users of IEEE standards should be aware that these documents may be superseded at any time by the issuance of new editions or may be amended from time to time through the issuance of amendments, corrigenda, or errata. An official IEEE document at any point in time consists of the current edition of the document together with any amendments, corrigenda, or errata then in effect. In order to determine whether a given document is the current edition and whether it has been amended through the issuance of amendments, corrigenda, or errata, visit the IEEE Standards Association web site at http://ieeexplore.ieee.org/xpl/standards.jsp, or contact the IEEE at the address listed previously.

For more information about the IEEE Standards Association or the IEEE standards development process, visit the IEEE-SA web site at http://standards.ieee.org.

Errata

Errata, if any, for this and all other standards can be accessed at the following URL: http://standards.ieee.org/reading/ieee/updates/errata/index.html. Users are encouraged to check this URL for errata periodically.

Interpretations

Current interpretations can be accessed at the following URL: http://standards.ieee.org/reading/ieee/interp/index.html.

Patents

Attention is called to the possibility that implementation of this recommended practice may require use of subject matter covered by patent rights. By publication of this recommended practice, no position is taken with respect to the existence or validity of any patent rights in connection therewith. The IEEE is not responsible for identifying Essential Patent Claims for which a license may be required, for conducting inquiries into the legal validity or scope of Patents Claims or determining whether any licensing terms or conditions provided in connection with submission of a Letter of Assurance, if any, or in any licensing agreements are reasonable or non-discriminatory. Users of this recommended practice are expressly advised that determination of the validity of any patent rights, and the risk of infringement of such rights, is entirely their own responsibility. Further information may be obtained from the IEEE Standards Association.
Participants

At the time this recommended practice was submitted to the IEEE-SA Standards Board for approval, the Techniques, Procedures, Instrumentation, and Computation Working Group had the following membership:

Howard Bassen, Chair
Wolfgang Kainz, Secretary

David Baron
Joseph Bowman
Ian Brooker
Jon Casamento
Isaac Chang
Ji Chen
Chung-Kwang Chou
Jules Cohen
Robert Curtis
John DeFrank
Thanh Dovan

Arthur Guy
Ed Hare
Tim Harrington
James Hatfield
Roy Hubbard
Veronica Ivans
Edwin Mantiply
Robert Needy
John Osepchuk
Ronald C. Petersen
Brad Roberts

Kazimierz Siwiak
Richard Tell
Paul Testagrossa
Donald Umbdenstock
Arthur Varanelli
So-ichi Watanabe
George Wimmer
Richard Woods
Ping Zhou
Peter Zollman

The following members of the individual balloting committee voted on this recommended practice. Balloters may have voted for approval, disapproval, or abstention.

William Bailey
David Baron
Howard Bassen
Ralf Bodemann
Joseph Bowman
Ian Brooker
Chung-Kwang Chou
Keith Chow
Brian Cramer
John DeFrank
David A. Dini
Carlo Donati
Randall Dotson
Thanh Dovan
George Filippopoulos
Josette Gallant
Kenneth Gettman

Jalal Gohari
Randall Groves
Donald Haes
James Hatfield
Werner Hoelzl
Masateru Ikehata
Kenneth Joyner
Efthymios Karabetsos
Bertram Klaubenb
Joseph L. Koepfinger
Jim Kulchisky
Sakari Lang
William Lumpkins
G. Luri
Robert Needy
Michael S. Newman

Ronald C. Petersen
Ulrich Pohl
Percy Pool
Brad Roberts
Michael Roberts
Ervin Root
Bartien Sayogo
Asher Sheppard
Gil Shultz
James E. Smith
Walter Struqpler
Paul Testagrossa
Arthur Varanelli
Robert Weller
Jian Yu
Donald Zipse
Marvin Ziskin
When the IEEE-SA Standards Board approved this recommended practice on 25 March 2010, it had the following membership:

Robert M. Grow, Chair  
Richard H. Hulett, Vice Chair  
Steve M. Mills, Past Chair  
Judith Gorman, Secretary

Karen Bartleson  
Victor Berman  
Ted Burse  
Clint Chaplin  
Andy Drozd  
Alexander Gelman  
Jim Hughes  
Young Kyun Kim  
Joseph L. Koepfinger*  
John Kulick  
David J. Law  
Hung Ling  
Oleg Logvinov  
Ted Olsen  
Ronald C. Petersen  
Thomas Prevost  
Jon Walter Rosdahl  
Sam Sciacca  
Mike Seavey  
Curtis Siller  
Don Wright

*Member Emeritus

Also included are the following nonvoting IEEE-SA Standards Board liaisons:

Satish K. Aggarwal, NRC Representative  
Richard DeBlasio, DOE Representative  
Michael Janezic, NIST Representative

Don Messina  
IEEE Standards Program Manager, Document Development

Malia Zaman  
IEEE Standards Program Manager, Technical Program Development
Contents

1. Overview .................................................................................................................................................... 1
   1.1 Scope .............................................................................................................................................. 1
   1.2 Purpose ......................................................................................................................................... 1
   1.3 Application .................................................................................................................................... 2
   1.4 Frequency range .......................................................................................................................... 3
   1.5 Quantities and exposure metrics to be evaluated .......................................................................... 3
   1.6 Types of situations covered ............................................................................................................. 4

2. Normative references ............................................................................................................................ 4

3. Definitions ........................................................................................................................................... 4
   3.1 Special terms ................................................................................................................................. 12

4. Basic issues in measuring electric and magnetic fields for use in exposure assessments
   (0 Hz to 100 kHz)...................................................................................................................................... 12
   4.1 Introduction .................................................................................................................................... 12
   4.2 Considerations for exposure assessments of electric and magnetic fields .................................. 12
   4.3 Screening methods ......................................................................................................................... 20

5. Instrumentation .................................................................................................................................. 21
   5.1 Introduction .................................................................................................................................... 21
   5.2 Magnetic field meters ..................................................................................................................... 21
   5.3 Electric field sensing ..................................................................................................................... 25
   5.4 Induced current meters .................................................................................................................. 27
   5.5 Contact current meters ................................................................................................................. 29
   5.6 Instrument measurement uncertainty ............................................................................................ 30

6. Measurement of electric and magnetic fields (0 Hz to 100 kHz) for use in exposure assessments ...... 31
   6.1 Introduction .................................................................................................................................... 31
   6.2 Preliminary considerations ............................................................................................................. 31
   6.3 Measurement checklists ................................................................................................................. 33
   6.4 Determination of type of instruments required ............................................................................ 34
   6.5 Safety precautions ......................................................................................................................... 39
   6.6 Measurement procedures for electric and magnetic fields ........................................................... 40
   6.7 Measurements of induced body current .......................................................................................... 43

7. Theoretical calculations of induced currents (0 Hz to 100 kHz) .......................................................... 45
   7.1 General considerations for calculations of low-frequency internal fields .................................... 45
   7.2 FDTD frequency-scaling method ................................................................................................. 46
   7.3 Impedance method ....................................................................................................................... 46
   7.4 Finite element method ................................................................................................................... 47
   7.5 EMF source modeling for magnetic fields ..................................................................................... 52
   7.6 EMF source modeling for electric fields ....................................................................................... 53
   7.7 Anatomical models ........................................................................................................................ 53
   7.8 Averaging the induced current density ......................................................................................... 54
   7.9 Benchmark validation calculations ............................................................................................... 54
Annex A (informative) Guide for the measurement of quasi-static magnetic and electric fields ............... 56
Annex B (informative) FDTD requirements for low-frequency calculations ........................................ 72
Annex C (informative) Measurement uncertainty and conformity decisions—an example ................. 79
Annex D (informative) Bibliography .................................................................................................... 82
IEEE Recommended Practice for Measurements and Computations of Electric, Magnetic, and Electromagnetic Fields with Respect to Human Exposure to Such Fields, 0 Hz to 100 kHz

IMPORTANT NOTICE: This standard is not intended to ensure safety, security, health, or environmental protection. Implementers of the standard are responsible for determining appropriate safety, security, environmental, and health practices or regulatory requirements.

This IEEE document is made available for use subject to important notices and legal disclaimers. These notices and disclaimers appear in all publications containing this document and may be found under the heading “Important Notice” or “Important Notices and Disclaimers Concerning IEEE Documents.” They can also be obtained on request from IEEE or viewed at http://standards.ieee.org/IPR/disclaimers.html.

1. Overview

1.1 Scope

This recommended practice describes 1) methods for measuring external electric and magnetic fields and contact currents to which persons may be exposed, 2) instrument characteristics and the methods for calibrating such instruments, and 3) methods for computation and the measurement of the resulting fields and currents that are induced in bodies of humans exposed to these fields. This recommended practice is applicable over the frequency range of 0 Hz to 100 kHz.

1.2 Purpose

The purpose of this recommended practice is to describe preferred measurement techniques and computational methods that can be used to ascertain compliance with contemporary standards for human exposure to electric and magnetic fields in the frequency range of 0 Hz to 100 kHz such as